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Abstract
We describe a case of a patient assisted by extracorporeal life support, in which we obtained the dynamic filling index, 
a measure for venous volume during extracorporeal life support, and used this index to assess cardiac load-
responsiveness during acute reloading. While reloading, the obtained findings on cardiac pump function by the 
dynamic filling index were supported by trans-esophageal echocardiography and standard pressure measurement. 
This suggests that the dynamic filling index can be used to assess cardiac load-responsiveness during extracorporeal 
life support.
Background
The successful use of extracorporeal life support (ELS)
for cardiopulmonary assist and as bridge to myocardial
recovery has been shown in many cases [1-3]. Unfortu-
nately, weaning from extracorporeal life support often
relies on preconceived protocols, if any, and is largely
based on trial-and-error and limited data on actual car-
diac function.
The common procedure to assess cardiac recovery dur-
ing ELS, is the use of stress tests. These tests induce an
increased volume load on the myocardium and address
the Frank-Starling response. This response can be visual-
ized using trans-esophageal echocardiography (TEE), and
further quantified by measurement of blood pressure and
c a r d i a c  o u t p u t  [ 4 , 5 ] .  V o l u m e  l o a d i n g  i s  a c h i e v e d  b y
reducing ELS flow, upon which, depending on the degree
of recovery, the heart will increase its output and main-
tain arterial and venous blood pressure (Figure 1). In
patients whose heart has not (yet) recovered the response
is blunted, which causes low output, decreased arterial
blood pressure, and increased venous volume.
Recently, we developed a technique to quantitatively
assess venous volume that can be (potentially) drained by
the centrifugal pump-based ELS circuit, and introduced
the dynamic filling index (DFI, in ml/rotation) for the
purpose of optimizing ELS flow [6-8]. DFI measurement
uses periodical, transient reductions (-100 rpm) of pump
speed, each lasting approximately 10 seconds, superim-
posed on the steady state pump speed. The resultant
changes in bypass flow are used to calculate the DFI as
Δflow/Δspeed (Figure 3 in [7]). When venous volume
increases the DFI increases, and vice versa. We found that
the DFI is more sensitive to detect changes in venous vol-
ume than other routinely recorded hemodynamic and
pump related parameters, like central venous pressure.
This case shows a patient supported by ELS in which
several events of cardiac reloading were performed. In
two events, we added DFI measurement to the monitor-
ing of the patient. Before, during, and after reloading,
changes in venous volume were quantified using DFI
measurement. Under these circumstances, the DFI ade-
quately represented cardiac load-responsiveness as con-
firmed by TEE.
Case Presentation
We present the case of a patient with a severe myocardial
infarction of the anterior wall. Despite urgent percutane-
ous coronary intervention and the institution of intra-
aortic balloon support, the patient developed cardiogenic
shock refractory to medical therapy. To stabilize the
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patient hemodynamically and provide adequate respira-
tory support, extracorporeal life support (ELS) was
started with an assist flow of 4.2 l/min (Permanent Life
Support, Maquet Cardiopulmonary AG, Hirrlingen, Ger-
many).
Observations during cardiac reloading
We show a less successful and a more successful outcome
of on-pump cardiac load-responsiveness. Cardiac reload-
ing was performed by reducing bypass flow by approxi-
mately 40-45% with concomitant inotropic support. DFI
measurements were performed during full unloading
(bypass flow >4 l/min), during reloading (bypass flow ≈2
l/min), and again during subsequent full unloading
(bypass flow >4 l/min). The number of DFI measure-
ments for each level of support ranged from 5 to 15, and
was 12 on average. The hemodynamic condition and cor-
responding mean DFI in the two events of reloading are
presented in Figure 2.
As support flow was reduced during the first event on
day 3, from 4.2 to 2.2 l/min (Figure 2, left), the patient
became hemodynamically unstable despite intravenous
dobutamine administration. TEE showed poor ventricu-
lar function. Radial artery pressure dropped (13%) and
central venous pressure rose (44%). The DFI increased by
30%, from 1.8 ± 0.2 to 2.3 ± 0.2 ml/rotation (p<0.001). To
stabilize the patient again, flow was increased back to 4.1
l/min. The DFI subsequently decreased by 35%, returning
to 1.7 ± 0.2 ml/rotation (p<0.001). The second reloading
event described here was started at day four (Figure 2,
right). ELS flow was reduced from 4.0 l/min to 2.4 l/min.
Parallel TEE indicated improved ventricular wall contrac-
Figure 1 Rationale behind the use of venous volume measurement (dynamic filling index, DFI) in testing cardiac load-responsiveness. With 
acute reduction of pump flow (e.g. from 4 to 2 l/min), the patient remains hemodynamically stable if cardiac load-responsiveness is sufficient (upper 
left). If cardiac load-responsiveness is blunted, the heart is not able to take over output, and venous volume will increase (upper right). Venous volume 
modulates the relation between pump speed (s) and flow (f) in the assisted circulation, which can be quantified by the DFI, i.e. the slope of the curve 
Δf/Δs. The DFI will not increase with diminished ELS flow when cardiac load-responsiveness is good (lower left), but will increase if cardiac load-re-
sponsiveness is decreased (lower right). CVP, central venous pressure; ABP, arterial blood pressure; RV, right ventricle; LV, left ventricle; SVR, systemic 
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tility, and the patient remained hemodynamically stable
with a dobutamine infusion set to 5 μg/kg/min. This time,
the DFI did not change significantly (p>0.05). Although
the DFI readings were not directly included in the evalua-
tion of load-responsiveness, they did independently and
quantitatively confirm the increased cardiac load-respon-
siveness as judged from the TEE and pressure data. After
the positive result of this stress test, pump flow was set
back to 4.0 l/min to give the heart additional time to
recover.
During the next four days, central venous and radial
artery pressure indicated improved hemodynamic stabil-
ity. An improvement of left ventricular function was con-
f i rm ed  b y  T EE.  Bas ed  o n  t h e  o bse rva t i o n  t h a t  ca r d i a c
load-responsiveness improved, further DFI measure-
ments were stopped. After three more days of ELS, the
patient was weaned from the extracorporeal system with
the balloon pump (1:1) in place for additional afterload
reduction, and on inotropic support (milrinone 25 μg/kg/
h).
Discussion
This report presents a patient assisted by extracorporeal
life support (ELS) in which we demonstrated the use of
the dynamic filling index for the quantitative assessment
of cardiac load-responsiveness.
The common procedure to assess weanability from car-
diac support consists of reduction of device flow, while
intensivists, cardiac surgeons, cardiologists and perfu-
sionists are consulted to confirm the rather subjective
findings on cardiac recovery. This clinical routine is
addressed by Schmid et al. [9], who state that weaning
protocols are more exemption than routine, and that
patient selection, diagnosis of adequate myocardial
recovery, and timing of explant surgery are still unre-
solved. Pitsis et al. described intermittent unloading and
loading of the heart in LVAD-supported patients [10],
which can be regarded as cardiac muscle training prior to
weaning. In such settings, TEE can be used to visualize
cardiac function [4]. TEE, however, provides only a snap
shot of the current situation, whereas pressure and car-
diac output are measured continuously. In that context,
Hoshi et al. described quantitative assessment of cardiac
function by continuous measurement of the eccentric
displacement of the centrifugal pump impeller [11]. Their
measuring principle, however, can only be applied to fully
magnetically levitated assist pumps. In all these cases,
DFI measurement may support the TEE and hemody-
namic observations by providing instant and quantitative
information on cardiac pump function. Moreover, DFI
measurement is by design applicable to all types of cen-
trifugal pumps. When performed in a regular fashion, the
DFI might even enable optimizing the actual weaning
process.
In the case presented here, central venous pressure and
DFI showed comparable changes in response to ELS
reduction and indicated similar changes in cardiac load-
responsiveness. Central venous pressure measurement,
however, depends on catheter placement, i.e. the location
of pressure measurement (jugular vein, caval veins,
atrium). When pressure is measured near the inlet of the
venous ELS cannula, a change in central venous pressure
read-out will, along with hydrostatic pressure, also reflect
the rate of suction by the ELS circuit, rather than cardiac
preload. Therefore, changes in central venous pressure
may in some cases not reflect true changes in cardiac pre-
load. The DFI is a measure of on-pump venous volume
[7], and changes in DFI during reduced unloading (i.e.
reduced ELS flow) could be a more reliable measure than
central venous pressure. We previously found that DFI is
more sensitive to small changes in venous volume than
pump inlet pressure/central venous pressure [8]. There-
fore, if a reliable central venous pressure is unavailable,
DFI can be an alternative to assess cardiac load-respon-
siveness during ELS.
Figure 2 Hemodynamic parameters during cardiac reloading of 
the patient supported by extracorporeal life support. During the 
first event (left), DFI increased notably with diminished ELS flow. With 
the second event (right), DFI increased only marginally, suggesting in-
creased cardiac load-responsiveness. MAP, mean arterial pressure; CVP, 
central venous pressure DFI, dynamic filling index.Simons et al. Journal of Cardiothoracic Surgery 2010, 5:30
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We are aware that we show only a single case in which
the DFI was used to support the regular hemodynamic
monitoring. More clinical investigations are necessary to
establish the additional value of the DFI in the presence
of regular ICU parameters. Considering the ease-of-use
of DFI measurement and the promising findings in this
patient, we intend to study regular DFI measurement in
patients assisted by ELS, which, considering the inci-
dence of ELS, will likely require a multicenter study.
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